MINI-BAG PLUS system directions:
Only for Single Dose Powdered Drug Vials with 20 mm Closures
Use Aseptic Technique

Assembly
1. Remove vial cover
2. Peel off foil cover
3. Place vial upright
4. Squeeze bag and check vial
5. Hold bag with vial down
6. Hold bag with vial upside down
7. Remove port protector
8. Hang container on I.V. pole and prime set per directions. Ensure that vial is empty of drug and solution. Repeat step 6 if drug and solution remain in vial.

Reconstitution
4. Use only if vial fully seated and dry
5. Squeeze solution into vial until half full
6. Hold bag with vial upside down
7. Squeeze bag to force air into vial
8. Release to drain suspended drug from vial

Do Not Remove Drug Vial.

Rx only.
To ensure safe and proper use of this device, refer to the complete instructions for use.

Call UnitedRx IV Department with any questions
708-449-7600 press option 8